[Criteria for evaluating and choosing a method of drying medical objects after steam sterilization].
The dependence is derived to determine the duration of drying process for medical products in the course of steam sterilization. The drying index for assessing efficiency of different drying techniques is proposed. With the index, the most useful drying technique can be selected, and the duration of drying process can be determined.